» MISSOURI DEPARTMENT OF HEALTH AND SENIOR SEAVICES
\ STATE PUBLIC HEALTH LABORATORY '
;/ BREATH ALCOHOL PROGRAM . ‘
DATAMASTER MAINTENANCE REPORT [RECEJVED DEFSINTIS

) | By Carcl Day at 9:19 am, Dec 02, 2013

FE o
LY

Completa this report at the tima of the regular manthiy preventive malntenance chock {no! lo oxcoed 35 days
Camplate Inis report whenaver the Instrumant Is serviced or repairod and whonover [l s plisced inlo servico.
Retain the edginal and send a copy within 15 days 1o lhe Brealh Alcohol Program, DHSS,

DATAMASTERA SN RAME OF AGENGY DATE OF INSPECTION
204066 Phelps Co SO, Rofla 11/27/2013
LOCANON OF I5TRUMENT (STHEET AND £ T g GF harEcTIoN -
2920 North Shamrock Road, Jefferson City 15:27

‘CHECKLIST; Place a mark in the box by each ltem it found to be satistastory or it oparating within established mits. (Wrile in ohserved values
where determined.} Unmarked items musl bo correctad hefors using Instrument.

DIAGNOSTIC CHECK (PRINTOUT ATTAGHED) DATE AND TIME (fram printout) _____11/27/2013 @ 15:27
M COMPUTER PETECTOR
PROGRAM FILTERS
HEATERS SAMPLE CHAMBER ___#50°C QUARTZ STANDARD
FLOW DETECTOR : GALIBRATION
PUMP HIGH SPEED V] PRINTER

INDICATOR LIGHTS

SIMULATOR SOLUTION SUPPLIER _ Guth Laboratorles LOT# 13060 EXP. DATE __02/04/2016 ___
] SIMULATOR TEMP (34C=0.2°C)  *3400°C  spjutATORSN ___ DRS382 EXP DAYE _ 01/07/201d

CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run threa legis using a standard sofulion. Al lhree losls must be wilkin £5% of the stendard value and must have a spread of 005 or
fess. Mark the box corresponding lo the standard selution baing used. {PRINTOUT ATTACHED)

(]0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
[ 0.080% STANDARD - MUST READ BETWEEN 0,0763% AND 0.084% INCLUSIVE
{/] 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST | = 039 TEST 2 »= 039 TEST 3 & 040

PERFORM FLEL TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCILUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 (0-04) 0 {.05-.09) 0 (10-.14) 0 {15-19)  © 'ovea.m 0

LISTANY NEAY PARTS AND DESCHIBE ANY ALTERATION OR MODIRCATION THAT WAS MADE TO NESTGRE THE INSTRUNEHT 70 OPERATE SATRFAGTONILY AHO YITHIE ESTADTESHED LIRGFS
(USE OTHER G0 IF HEGESSARY),

Replaced flow thermisior block. Cleaned sampte chamber assembly. Secured loose IR source lamp heat sink on sample chamber. Replaced lubing along
brealh paih between flow thermistor block, five-way valve, and sample chambay, Cleaned printer assembly. Replaced printer rinbeon. Calibrated Insttument.

Y

PAINT £U

¥ ‘ . MM A Dewayne D, Carver
TYPE 1 PERMT RUSNUDUETE A GON BATE \:’" g ¢ TELEFHONE KUMBER
230101 05/28/2015 {573) 751-4722
HETURN COMPLETED REPORT TO THE: Brealh Alecohiol Program, MO Depariment af Health and Sanlor Services, Sculhaast Districl Oflice
2075 James Bivd,
Poplar Biujf, MO 63901
A 1401403 {2.68) AN EGUAL CAPORILTATGATIIUAALIVE AGTION EAYLOYER LA e

SIS Efekeb G 2 poEdats et BaEs



GUTH LABORATORIES, INC,

530 MORTH §7th STREET ® HARRISBURG, PA 17111- 4511 @ TELEPHONE: 717-584-5470

'CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13060 of
Alcohol Reference Solution for Simulator were analyzed by
gas chrpmatography on February 7, 2013, using a Perkin Elmer Gas
Chromatograph Autosystem XL S/M: 610N9030209, and found to contain
0.0482% (wivol) ethyl alcohol. The expiration date for this lot
number is February 4,2015 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol

analysis instrument reading of 0.040 g/210L +/- 3%,

The alcohol and water used in this solution were

free of test interfering substances.

Ted L. Pauley, Presidént
GUTH LABORATORIES, INC.

NIST Traceability:
Testing was conducted using Cerilliant Reference Standard lot number FNI2Q110-04 whose

values are traceable to NIST. : :
- All ‘balances are calibrated annually by an outside agency using NIST traceable welghis.
Callbration verification is done prior to each use utilizing NIST traceable weights,



FACE THIS SIDE DOWN - THIS EDGE IN FIRST

g
1‘_1_J =
w o '.-z:
- 28 L % £ &
L} E o' | ) . we T
it o = = o= = o 2= ) v, L
N . = 5o o2 o2 2008 % % ¥ ¥ 4%
[y} E %_: 5 LT_: = o) iﬁ = [ [ & bt ] UMJ B o \
E o = = ) ] : ~ wr;_S 3
m F—- ;'_:.: &J ‘\: fa (] 1) [ Ej" P i \
et O IH[\_UJ — - Ld gy / 3
| e A TR i = oy
Qs wHNE 2 EE z \
o3| E.°7 B ¥ 5 ENF NSD
> » T - R - r ]
<@ B E F g S A
o g I | = E K & §§ § ﬁ.§ 5 w
7= oe S OE M & . b e Rl - 5
[ ni - = wl [T13 £ ) [ [an ez >
v i = £ YW B e R A % B DE T Y
= e R A T B B R TUR £ &
= L B &L 0z o oo = & e 3 5 I 7]
= E § EE 9 5B L &4 %5 # R &
a a F ¥5 £ T 8 o 2 5§ T a 2
: &
i [}
B - . S S R L
FACE THIS SIDE DOWN - THIS EDGE IN FIRST 'FACE THIS SIDE DOWN - THIS EDGE IN FIRST
BAC DataMaster BAC DataMaster
Evidence Ticket EvidenCe TiCket
MISSOURI STRTE HIGHWAY PATROL I‘1ISSDUF{I_ ITRTE HIGHWMAY FATROL )
BAC DETEMASTER "‘\EF.IHL. HUMBER 2B4056 EAC DATAMRSTER IERIAL HUMBER 204846
1127713 11727713
TEZTING F"!FFI"E.F‘. ' . ARREST TIME: g&EigE
CARVERTEWRYHEST : SIJE._IECT HAME:
OFFICER I1.D.: Cdi . - s
FERMIT HUMEER: 233151 DOE: Qlfﬁifﬁi’ BER: M
EXFIRATION, DATE: B5/2515 | STHTE DL L. 2 AN/X
MISCELLAMENUS TATA: ARRESTING I;IFFICER:
048 YAPOR ACCURACY CHECK DFﬁIEEP N
GUTH LRES LOT 13885 E.‘-c:F' 2o RIS ~En deller
R E TESTING OFF ICER:
e SUPERMISOR MOLE ~-m CARVERDEMAYNE T
OFFICER T.Dn: £41
ELAMHK TEST R L RO {5: 20 FERMIT HUMBER: E?ﬁiijl
IHTERHAL STAMDARD . YERIFIED  1S:3@ ENFIRATION DRTE: @5/28-15
EXTERHAL STANDARD B3 15:31 MISLELLANEQUS DATA:
ELAME TEST SR - - 15:3E RF1 TEST
EXTERNAL STRMDARD 839 1532 o
BLAHE TERT =T 15:33 =~~ EREATH AMALYSIZ ---
EXTERMAL STAMDARD L B4 1553 o
ELAME TEST  FUE 15054 _ BLAHK TEST .oaE 15055
o ~ : o " IMTERNAL STAMDARD YERIFIED  15:35
—— H=2z . ——— SUBJECT SAHFLE . e 15126

1M, = .1 . RADIO INTERFEREMCE
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